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The interrogation of an ultra-narrow clock transition of a single trapped ion for optical frequency 
metrology requires a laser stabilized to a couple of Hz per second with a linewidth of the same 
order of magnitude. Today, lasers in the visible have reached the Hz-range in frequency stability, 
if locked onto a high-finesse, ultra-stable reference cavity. Vertical mounting of the reference cavity 
can reduce its sensitivity to vibrations as described in p]]. We have designed a comparable vertical 
cavity with an overall length of 150 mm resulting in a Free Spectral Range of 1GHz. Optimisation of 
the cavity design has been carried out with a Finite-Elements Method, leading to expected relative 
length variations below 10 -14 under the influence of gravity acceleration (1 g). The variation of 
different geometric parameters has been studied. The analysis of the different noise sources shows 
that, for a regime superior to a tenth of a hertz, the fast linewidth of the laser will not be limited 
by the cavity characteristics. 

PACS numbers: 42. 60. Da Resonators, cavities, amplifiers, arrays, and rings, 42.62. Laser applications, 
07.05.Fb Design of experiments 



I, VIBRATION INSENSITIVE OPTICAL 
REFERENCE CAVITY 

Frequency metrology in the optical domain is made by 
locking a spectrally pure laser source to the ultra-narrow 
transition of an ensemble of atoms or a single trapped ion. 
The recording time of the error signal which is fed back 
onto the laser, which serves as local oscillator, depends 
on the interrogated system, it can be of the order of a 
second for single ions. For all times shorter than that this 
laser should be stable to better than one atomic linewidth 
which is of the order of one Hertz for the various systems. 

Extremely well isolated, high-finesse optical cavities 
are used as frequency references to assure the stability 
of visible lasers for timescales up to one second, they 
also allow to reduce the laser's linewidth to the order 
of the hertz 0| . Recently, new geometries and mounting 
configurations have been proposed for these cavities in 
order to reduce vibrational effects which tend to deform 
the cavity and thus can shift its resonance frequencies 

anas. 

In this work, we consider a vertically mounted cavity. 
Minimal length variations of the cavity can be achieved 
by choosing a tapered form for the cavity spacer. The 
gain with respect to a horizontally mounted, cylindric 
cavity can be as large as two orders of magnitude and 
with less stringent machining conditions [J @|. Vibra- 
tionally insensitive mounting is made by supporting the 
cavity near its midplane. As a matter of fact, under up- 
ward acceleration the upper part of the cavity will be 
compressed while the lower part tends to expand. An 
ideally supported cavity will show a perfect compensa- 
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tion of both effects. Optimisation of the geometry and 
appropriate choice of the supporting points can be made 
by numerical simulation of the cavity using a finite ele- 
ment analysis (FEA). 

Here, we present details of the FEA, which has been 
carried out in a similar way to the one described in 0|. 
In particular, Chen et al. have also demonstrated that 
the simulation in the range below some tens of kHz can 
be made by a static approach, as the wavelength of the 
excited eigenfrequencies is estimated to be an order of 
magnitude larger than the dimensions of the cavity. In 
the present work, we have investigated the influence of 
different aspects of the spacer's geometry, as there are 
the variation of the cone angle, the position and the angle 
of the evacuation bores, as well as the influence of cham- 
fers. Furthermore, we have estimated the overall thermal 
noise of the designed cavity, and derived its limit frequen- 
cies fluctuations at a time scale of one second. Different 
noise sources, as well as limitations in the stabilization 
method, will determine the final linewidth of the laser lo- 
cked onto this cavity. In the present work, we concentrate 
on contributions which are due to the cavity's mechani- 
cal or thermal properties only. This gives a lower limit 
for the estimate of the final laser linewidth, with the goal 
to design a cavity which will be not the limiting factor in 
the final laser stabilisation stage. 

Our application is the interrogation of a single Calcium 
ion stored in a miniature trap for metrological applica- 
tions Excitation of the ultra-narrow electrical qua- 
drupole transition at 729 nm has been made by a broad- 
area laser in an extended cavity set-up [!,[§], before using 
the actual set-up of a lab-built titanium-sapphire laser at 
729 nm which will be locked by the Pound-Drever-Hall 
method [l(J onto a high-finesse (T ~ 10 5 ), fixed- length 
optical reference cavity. We aim an inherent stability of 
better than 1 B.z/^/Hz for the clock laser. For practi- 
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Fig. 1: Typical geometry of the simulated cavity. Only a third 
of the spacer is modeled, the simulations take into account the 
symmetry of the spacer. For detailed explanations see text 



cal reasons we have chosen a free spectral range (FSR) 
of 1 GHz, resulting in the overall length of the cavity 
of 150 mm. A length fluctuation of 10~ 9 , or 0.15 nm on 
the optical cavity corresponds to a frequency shift of one 
Hz. To guarantee a high degree of mechanical as well 
as thermal stability the cavity spacer is made of ultra- 
low expansion glass (Corning ULE®), whereas the mir- 
ror substrates are from fused silica [ll(. The optimized 
design of this reference cavity is the subject of this paper. 



II. FINITE ELEMENT SIMULATION 



millimeter. In a second step, the cavity has been upda- 
ted numerically with the measured values, and the FEA 
carried out once again to precisely determine the equili- 
brium plane of support. 

All finite element simulations have been carried out 
using the Cosmos module of the Solidworks software 
on a personal computer. The present analysis fixes the 
plane of support and calculates the deformation of the 
cavity under vertical acceleration of 1 g. This accelera- 
tion is assumed uniform and constant in the relevant fre- 
quency range up to 10 kHz. Chen et al. Q have shown 
that for a tapered cavity spacer the influence of horizon- 
tal acceleration is at least two orders of magnitude lower 
than vertical acceleration. A grid of probe points on cru- 
cial parts of the cavity (essentially on the mirror surfaces, 
see figure [1]) has been defined. Their positional deviation 
allows to measure the deformations of the cavity spacer 
in a quantitative way. 

To determine the optimal support plane C e with preci- 
sion, two points Ci, G% (see figure[T]) sufficiently apart are 
chosen, then the respective length variation of the spa- 
cer is calculated. The results are linearly interpolated to 
determine the equilibrium support plane C e , correspon- 
ding to a zero theoretical length variation. Throughout 
simulations, the collected fractional length variations are 
inferior to 3 x 10~ 12 (down to values of 5 x 10~ 13 ). In 
terms of vertical acceleration sensitivity this corresponds 
to a domain below 1.2 kHz/g at 729 nm. 



We have chosen the vertically mounted, tapered ca- 
vity geometry which has been shown to be vibrationally 
insensitive [l|, |fl]. The geometry of the designed cavity 
is shown in Figure [IJ it has been machined from a single 
piece of Corning ULE®. The mirrors are optically contac- 
ted to the spacer, they have a diameter of 25.4 mm and 
a thickness of 6 mm. The FEA takes into account two 
plane fused silica mirrors, even though one of them has 
a radius of curvature of 1 m, the minimal geometrical 
difference is negligible. The central bore has a diameter 
of 10 mm, giving ample space for the cavities' TEM00 
mode which has a calculated waist diameter on the mir- 
rors below 0.5 mm. Three bore holes in the upper part 
of the cavity allow evacuation of the inner part for the 
cavity which is destined to be mounted in a vacuum ves- 
sel. The cavity is held vertically by three ceramic posts 
which support the central collar. The aim is to support 
the cavity in a plane which corresponds to the vibrational 
"neutral fiber" of the piece, and to therefore minimize its 
sensitivity to vertical vibrations. 

FEA has been used to optimize the geometry of the 
ULE spacer as well as to exactly determine the position 
of the equilibrium support plane. This latter has been 
determined in a two-step procedure. In a first phase, si- 
mulations of the cavity geometry have been carried out 
to determine the optimal shape and dimensions, for a 
fixed overall length of 150 mm. The cavity has then been 
machined, and on the finished spacer all dimensions have 
been measured interferometrically to a hundredth of a 



III. SIMULATION RESULTS 

A first series of simulations has determined an opti- 
mized tapered cavity with a length of 150 mm, and an 
outside cone angle a/2 of 14 degree (see FigureQ]), we wm 
use this geometry as a starting point in the following. 

Our aim is to investigate the dependence of the ca- 
vity geometry on different geometrical aspects, in order 
to choose a cavity design with a reduced sensitivity to 
machining uncertainties. For a quantitative study of the 
sensitivity of the geometry to the variation of a given 
geometric parameter, a parameter S has been defined to 
be S = |(A£a — ALi)/(C2 — C%)\, where small changes 
in the height of the probe points C, give rise to length 
variations of the spacer Aij. We have chosen to vary d 
for ±0.01 mm and ±0.1 mm. 

In order to optimize computing ressources, the cavity 
is cut along its symmetry axes, and only one third of it 
is simulated. Computer performance and memory limit 
the minimum mesh size to 1 mm. Convergence of simu- 
lations to a hundredth millimeter can be obtained with 
mesh sizes as large as 3 mm by manually forcing a tighte- 
ned mesh distribution insisting on critical aspects as for 
example the support points, and the evacuation bores. 

The cone angle a/2 is the outside angle of the two 
halves of the spacer with respect to the central bore. A 
cylindrical cavity would have an angle of 0° . Figure [2] 
shows the variation of position of the equilibrium plane 
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as a function of the outside cone angle. Lower cone angles 
tend to show a smaller sensitivity, a result which is in 
agreement with the findings of @, but the overall varia- 
tion is very small. The differential minimal displacement 
of the mirrors can be made to reach values below 10~ . 
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Fig. 2: (Color online) Variation of the half cone angle of the 
spacer body. The upper part of the image shows the modifi- 
cation of the spacer's shape with increasing cone angle. The 
lower part represents the sensitivity 5 (bullets, right axis) to 
the variation of the cone angle and is of the order of 10~ n , dif- 
ferent points represent a different d in the simulation. The 
resulting variation of the height of the support plane (tri- 
angles, left axis) is inferior to a tenth of mm. 

The realisation of the ULE® cavity by a milling ma- 
chine inevitably creates rough edges on the inflexion 
points of the complex shape. In glass machining, beveling 
is often made by hand, making it difficult to estimate the 
influence of the different chamfers. We have tested the in- 
fluence of chamfers 0.6x0.6 mm 2 on the precision of the 
proposed simulation. Suppressing chamfers in the simu- 
lation of a cavity results in a theoretical displacement of 
the equilibrium plane of 36 /jm with respect to the ca- 
vity where the chamfers are taken into account. This tiny 
value is of course negligible compared to the machining 
precision of O.f mm. 

Figure [3] shows the effect of position and angle of the 
three evacuation bores on sensitivity and reference plane. 
The left part of the figure represents the angle of the holes 
with respect to the central reference plane, degree cor- 
responds to holes perpendicular to the central bore, an 
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Fig. 3: (Color online) Variation of the angle (left graph) and 
position (right graph) of the evacuation bores. Triangles in- 
dicate the calculated position of the equilibrium plane on the 
outside ordinate (the line is a guide to the eye), while the 
spherical points display the calculated sensitivity for the dif- 
ferent d on the central ordinate. 



angle of 14 degree corresponds to holes which are drilled 
in a right angle to the outside of the cone. The observed 
sensitivity is of the same order of magnitude for both 
configurations. This is also true for the variation of the 
height of the evacuation bore (with angle) . Neverthe- 
less, it is evident that the absolute value of the equili- 
brium plane C e varies for these different geometries. 



In conclusion, among the studied geometric parame- 
ters, the variation of the cone angle is the most critical 
parameter during realization of the cavity spacer. The 
obtained simulations give very precise results, and me- 
trology of the cavity will result in values precise to a 
hundredth of a mm. However, the machining process of 
the glass spacer and mirrors is limited to a precision of 
a tenth of a mm. Moreover, cone angles or angled bores 
are often realized with less precision. 

In order to minimize errors during the machining pro- 
cess, and to be able to achieve the aimed precisions, an 
optimized realization protocol would first drill all the 
bores along axes or perpendicular to axes on a cylindri- 
cal spacer. The outside angle of the spacer would only be 
machined in a consecutive step. Precise metrology of the 
spacer would then allow to calculate the ideal support 
plane with precision, before milling it in a last step. 



IV. ESTIMATION OF THE LIMIT LINEWIDTH 

Considering the cavity only, without a laser-beam in- 
troduced, a major part of the noise is due to inherent 
mechanical thermal fluctuations. We have estimated the 
thermal noise limit which affects the ultimate response 
of the designed cavity. Following the study by Numata 
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et al. [ll]], the configuration to reach minimal thermal 
noise has been chosen, which consists of an ULE® spa- 
cer with fused silica mirror substrates. The thermal noise 
limit can then be estimated by the sum of the spectral 



noise density contributions coming from the spacer body 
(G S p), the mirror substrates (G su b), and the mirror coa- 
tings (G c ) 
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where T is the temperature, chosen to be 300 K, d 
the diameter of the mirror substrate and luq the waist 
of the cavity mode. The non-cylindrical geometry of 
the cavity spacer leads us to choose conservative values 
for the spacer length, L=0.15m, and radius i?=0.03m. 
Young's modulus, E, and the Poisson ratio, a, describe 
the elastic and compressional behaviour, they depend 
on the chosen material just as the mechanical loss fac- 
tor, $, independent of frequency. For ULE these va- 
lues are Eule = 6.76 x 10 10 Pa, gule = 0.17 and 
®ule = 1/(6 X 10 4 ), the values for fused silica are slightly 
different with Ep S = 7.27 x 1Q 10 Pa, a FS = 0.16 and 
&fs — 10~ 6 [13] ■ The resulting value for the complete 
cavity is yj Gtotai(f) = 2.5 x 10~ 17 m/\/ Hz, where by far 
the largest contributions come from the mirror coatings 
and substrates. 

We have checked that all other noise sources in the 
laser stabilisation are negligible to the presented values. 
Variations of the refractive index of air due to pressure 
fluctuations are largely reduced as the cavity is moun- 
ted in a vacuum vessel. At a residual pressure of 10 -6 
mbar, they will cont ribu te to the n oise spectral density 
by less than IQ-^/y/lH (10~ 8 H z / 'y/Hz fractional). The 
shot noise spectral density of a photodiode (required for 
the electronic lock) is below 8xlO~ 5 Hz/^/Hz for a col- 
lected input power of P — lmW and a typical quantum 
efficiency of 0.9. And finally, the intensity fluctuations of 
a laser coupled into a cavity of finesse 10 5 will give rise 
to thermal effects in the mirror coatings as well as a ra- 
diation pressure shift. While the first effect is negligible 
small due to very low absorption values, the second term 
sums up to a frequency fluctuation of 0.05 Hz for 1 mW 
of laser power fluctuating less than 1% [l4l ]. 

Assuming that the contributions of equation [2] are the 
limiting noise factors for the performances of the refe- 
rence cavity we can use Halford's theorem [TH ] 

f Gtotaljf) , f _ 2 . . 

J P { ' 

Av/2 

to estimate the limit laser linewidth Av from the frequen- 
cies' spectral noise density G to tai(f)- The above-cited va- 
lues correspond to a limit linewidth of 120 mHz. 



Recent works on highly stabilized visible lasers discuss 
the lock onto ULE® cavities with the aim to work at 
the material's thermal expansion's inflexion point in or- 
der to minimize thermal drifts [H, [H, [13] . Active thermal 
stabilisation of the overall set-up allows to approach this 
inflexion point with a typical accuracy of about 10 mK. 
The resulting thermal drift is of the order of 2-4 Hz/mK. 
Three additional stages of passive thermal shielding al- 
low to integrate temperature fluctuations on the cavity 
to reach an stability of the order of 10 [iK per second. 
The corresponding linewidth fluctuations are thus much 
smaller than the above discussed thermal noise features 
due to mechanical loss. 



V. CONCLUSION 

In this presentation of the design of a vibrational- 
insensitive, high-finesse optical reference cavity, we have 
investigated the sensitivity of the cavities' geometry to 
some conceptual details. With respect to the design of 
the cavity, the outside angle of the spacer (determining 
the shape) is the most sensitive parameter among those 
studied here. The presented cavity has a thermal noise 
limit corresponding to a linewidth of Av = 0.12 Hz, if the 
cavities' temperature can be stabilized to within 10 mK 
of its CTE inflexion point. This critical value is often 
shifted to very low or even negative temperatures for a 
cavity with fused silica mirrors, making the temperature 
stabilisation a more complex operation. The addition of 
an ULE-ring on the mirror substrates is a means to shift 
the operational temperature into an easily accessible do- 
main (l8| . 

The presented values have to be compared to the spec- 
tral linewidth of the cavities' Airy peaks of a few kHz. 
Advanced frequency control methods have their maxi- 
mum of gain in the spectral bandwidth of the cavity 
peak, they allow linewidth reductions of more than three 
orders of magnitude for the realisation of IHz-linewidth 
lasers P, E3, 0; (3 • The presented linewidth estima- 
tion is only one order of magnitude below these results, 
demonstrating that the cavity is not the limiting factor. 
However, this illustrates the importance of the choice of 
mirror and spacer materials as well as the careful design 
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of the cavity. 
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